[Long-term experiences with 2-chamber pacemaker systems].
During the period October 1981 to December 1984, 54 physiologic pacemaker systems were implanted in this department. 21 relevant complications were observed in 18 (33%) of the 54 patients. 11 of the complications were directly related to the AV-sequential system. The higher risk of complications must be taken into account when physiologic pacemaker systems are implanted.